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NOTES: (UNLESS OTHERWISE SPECIFIED)

I. THIS IS A CRYOGENIC VACUUM COMPONENT.
2. WELDING PROCEDURE:
3. CLEANING PROCEDURE

PACKAGING AND STORAGE PROCEDURE OF THE COMPONENTS:
PER VENDOR SPCIFICATION WITH LBNL APPROVAL.

5. DIMENSIONS AND TOLERANCING PER ANSI YI4.5M-1982.
UNITS ARE IN INCHES UNLESS OTHERWISE SPECIFIED.

6. USE OF SULFUR OR SILICONE BEARING OILS,
OR COOLANTS ARE STRICTLY PROHIBITED.

LUBRICANTS,

7. USE OF RESIN OR RUBB
IS STRICTLY PROHIBIT
] ONLY.

BONDED ABRASIVES UNDER POWER

ER
ED. USE VITREOUS BONDED ABRASIVES

8. VENDOR SUGGESTED CHANGES TO WELD PREPS;
LBNL APPROVAL.

9. EL Y BE USED ON THE TUBE BENDS AS NEEDED.
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This wording seems awkward, or | just don't

PER VENDOR SPECIFICATION WITH LBNL APPROVAL.
PER VENDOR SPECIFICATION WITH LBNL APPROVAL.
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c FABRICATION OR ASSEMBLY; SUBECT TO LBNL APPROVAL. installation? If so, this will confuse the vendor, who
1] wedem REMOVE ALL THE BURRS AND REAM THE ENDS FOR CIRCULARITY might think he should cut during installation. Note 16 ‘
AND CLEAN ENDS. should be clarified. |
12 imgem TUBE END SURFACE MUST BE PERPENDICULAR TO THE TUBE AXIS P _
WITHIN +/-.010. (/ ﬁ G_W\
13. PERFORM ACCEPTANCE TESTS PER ‘ ‘
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T w w
g el ‘ 14.33 ‘
= = ' il = s - ' = = | |
S LoST RCSSURL RIS 2SLG- ﬂ | ﬁgﬁﬂo | %545 ALt
T = ! ! [12 mm TUBE X >
——i = - ! AL 1.25 mm WALL]
B : e (”_ ‘ A ‘
RAENTHINAITE S H €NV U T T N T ! — .13 29 !
_ | 14. AMARK DESIGNATING THE INSTALLED LENGTH WILL BE ﬁ T‘
UTILIZED DURING FINAL INSTALLATION OF THE FEEDBOX J_‘L ‘L\L
ASSEMBLY. MARK, SCRIBE OR ETCH THIS LOCATION IN A ﬁ
PERMANENT MANNER, SUBJECT TO LBNL APPROVAL, TO AN 7 N ————
ACCURACY OF +/- 0.063". e -(THIS IS 2.0" FOR SOME PIPES) Again, does this refer to
15. PROVIDE A MINIMUM LENGTH OR4 0"OF STRAIGHT, SMOOTH installation at CERN or at the
PIPE ON THE INDICATED SIDE OF THE IT\TSTALLED LENGTH MARK vendor. The vendor may not
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This wording seems awkward, or I just don't understand what is intended.  
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Does this "cut" refer to CERN's cut at final installation?  If so, this will confuse the vendor, who might think he should cut during installation.  Note 16 should be clarified.  
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Again, does this refer to installation at CERN or at the vendor.  The vendor may not need 4 inches clearance and so ignore this note.  
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13. PERFORM ACCEPTANCE TESTS PER SECTION 3.2 OF LBNL SPECIFICATION M856.
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14.  A MARK DESIGNATING THE INSTALLED LENGTH WILL BE UTILIZED DURING FINAL INSTALLATION OF THE FEEDBOX ASSEMBLY.  MARK, SCRIBE OR ETCH THIS LOCATION IN A PERMANENT MANNER, SUBJECT TO LBNL APPROVAL, TO AN ACCURACY OF +/- 0.063".
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15.  PROVIDE A MINIMUM LENGTH OF 4.0" OF STRAIGHT, SMOOTH PIPE ON THE INDICATED SIDE OF THE INSTALLED LENGTH MARK FOR PIPE WELDING DURING FINAL INSTALLATION OF THE FEEDBOX ASSEMBLY.
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16.  PIPE MUST BE STRAIGHT AND SMOOTH (NO BUMPS) FOR 0.5" ON EITHER SIDE OF THE CENTER-PLANE OF THE SUPPORT.
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17.  CAP BOTH ENDS OF PIPE AFTER ACCEPTANCE TESTS PER SECTION 3.2 OF LBNL SPECIFICATION M856.
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(THIS IS 2.0" FOR SOME PIPES)
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INSTALLED LENGTH REFERENCE
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[12 mm TUBE X 1.25 mm WALL]
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